Therefore, the Survey and Alignment group in C-AD engaged in measurements of the cavity joint, shown in Figure 2 and the cathode weldment, shown in Figure 3 for the purpose of characterizing the grooves in both the cavity and the vertical test cathode and comparing the dimensions of the cathode with those of the prints supplied by Advanced Energy Systems (AES), the original designer and manufacturer of both the test cathode and the electron gun cavity, in preparation to have a new one manufactured. The goal was to ensure that the articles as built matched the design prints in preparation for manufacturing a new vertical test cathode. This report describes the data collected by the Survey group in these efforts. The endeavor was challenging for the group given the millimeter-scale dimensions of the grooves and the requirement for high precision. 
Methodology
During the process of measurement, traditional alignment telescope and modern techniques such as 1D laser distance measurement and digital camera imaging were all employed. The chief focus of the measurements was on the grooves, and an R&D program was conducted. Ultimately, a feasible, combined approach was adopted that not only accomplished the specific goals of the measurement effort but also enriched the Survey group's toolbox and enhanced the group's capabilities.
It is important to note that because only a portion of the grooved surface was accessible on either the cavity or the cathode, only a sample of the grooves on these components could be measured by any of the methods outlined below. In general, an attempt was made to measure as much of the exposed or accessible surface as possible. Figures 4 and 5 show the groove orientation and terminology used throughout the study. 
Vertical Horizontal
In addition, measurements were made of the gross dimensions of certain features of the cathode to verify that the structural features of the cathode were the same as those indicated on the print. These measurements were made using traditional methods, and were necessary in order to assure that the prints matched the as-built component. The results are discussed below.
Four methods of measurement were applied to the grooves: 1-D laser distance measurement for dimension measurement in the elevation direction;
Alignment telescope
Digital camera measurement, and; Articulated arm. This technique only was used on the choke joint of the cavity with 0.3 mm, 0.5 mm, and 0.7 mm probes.
1-D Laser Distance Measurement
Due to the difficulty of aiming at the valleys of each of the grooves by the alignment telescope, the 1D laser distance measurement was deemed as the potential method to measure the vertical dimension although the alignment telescope can also measure the vertical dimension. The laser is a non-contact device, and during the test, the laser emitter was fixed on a moveable base with a micrometer, allowing the laser to move in 0.01 mm intervals parallel to the axis of the measurand.
Alignment Telescope
The alignment telescope was mainly used to measure the interval in the horizontal direction between grooves. The smallest division is equal to 0.001 inches displacement indicated by the telescope's micrometer and allows precise reading between grooves. In measuring the cavity, it proved convenient to set the height of the alignment telescope to aim at the lowest part of the
Inside Grooves
Outside Grooves measurand. The telescope was also used for measuring the vertical dimension in the aggregate between the highest line and the lowest line similar to the method described below for the digital camera.
Digital Camera
The camera was convenient for getting clear pictures of the grooves. A key factor in the use of the camera is establishing the correct scale of the images. To this end, a steel ruler was used and incorporated into pictures as shown in Figure 6 . The cathode weldment was rotated every 45° to get a complete presentation. The lighting was also found to be important to get a desirable picture.
Dozens of pictures had to be taken to tune the effect of lighting. 3. Two parallel lines through the highest peak and the lowest point were set to get the amplitude in the vertical direction.
4. Finally, the distances were measured and plotted to show the variation from the nominal design value.
Measurement of the cavity choke joint using this method was complicated by the mounting arrangements that were required for the cavity relative to the camera. Due to the significant difference in elevation between the camera and the portion of the cavity to be measured, the camera was tilted to its maximum angle by using an adjustment screw, and the face of the ruler was set perpendicularly to the optical axis of the camera. It also important to note that only the outer surface of the choke joint could be measured using any of the methods.
Articulated Arm
The articulated arm is a direct measurement with extremely small probes of 0.3 mm, 0.5 mm, and 0.7 mm width applied to the surface of the measurand. This method was used only for measurement of the cavity choke joint. Measurement using the arm proved problematic: indeed, four probes were broken because the probes are rather brittle, and it was difficult to control the pressure applied to the measurand. Also, time for these measurements was rather limited. Despite these difficulties, five to six points around the circumference of each groove were measured and distances were calculated using the best-fit line constructed from the centers of the circles formed by the series of measurements to each point using spatial analysis software as shown in Figure 7 . Because the articulated arm cannot precisely measure the peaks or valleys of the grooves, it could not be used to measure the vertical dimension of the grooves. 
Results

1-D Laser Distance Measurement
Several attempts using the laser were unsuccessful in measuring the dimensions of the grooves. A typical result is shown in Figure 8 . The result shows sharp mutations in the measured groove structure throughout. Furthermore, the amplitude is significantly different than the nominal design value. The failure of this approach is likely attributable to the shiny surface of the measurand, scattering light to such a degree that it is difficult to make proper measurements. 
Alignment Scope
The data from the optical alignment scope are heavily dependent on the visual acuity of the observer and, therefore, only two groups of data at 0 degrees and 45 degrees were used to calculate the distance between the peaks. The data are shown in Figures 12 and 13 for the outside grooves and Figures 23 and 24 for the inside grooves. The deviations seem to be fairly well distributed about the nominal value, particularly for the 0-degree measurement. However, the 45-degree measurement shows a marked tendency toward positive variations. Given the statistical distribution of the 0-degree result, some systematic error is suggested in the measurement. One possible source of error is in the nature of the rotation of the cathode -if the cathode alignment changes through the rotation, systematic errors may result. Note that this is distinct from the measurement that might be expected after alteration of the geometry due to chemical etching. As suggested in Figure 9 , etching would tend to round the peaks and valleys of the grooves without 2.5 2.6 2.7 2.8 2.9 3 3.1 3.2 3.3 3.4 3.5 3.6 3.7 3.8 Vertical
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Horizontal Distance [mm] necessarily altering the distance between peaks and valleys. Etching would be expected only to alter the amplitude of the grooves. Thus, a measurement of the grooves should, under ordinary circumstances, still yield statistical variations.
Vertical meausurement of the grooves was taken in the aggregate by measuring the distance from the highest line to the lowest line for the outside grooves in Table 1 . No vertical measurements for the inside grooves were performed for the inner grooves.
Because of the difficulties of the measurement as suggested above, the results are deemed somewhat less reiliable than the measurements using the camera. Nonetheless, the results are marked different from the nominal design value of 0.9906 mm, showing a 7 -13% variation from nominal. Measurement of the vertical dimension for the inside grooves was not conducted using the alignment scope. Data for the cavity choke joint using this technique appears in Figure 46 for a single orientation only. It was unexpectedly difficult to properly aim the scope at the measurand and make a measurement. Therefore, the data collected using this technique must be viewed with suspicion.
The data shows a very small maximum deviation (~-0.06 mm or 6%) but a majority of positive deviations from the nominal values. Measurement of the vertical dimension on the choke joint was taken by measuring the distance from the lowest point to the highest point along the grooves and yielded a value of 0.83058 mm. 
Digital Camera
The digital camera data for measurements of the outside grooves of the vertical test cathode are shown in Figure 15 that the deviation along the horizontal direction is less than 0.024 mm or 2% between grooves regardless of the orientation. The measuring sequence is shown in Figure 6 for both the inside and outside grooves.
The distances from the highest line to the lowest line along the vertical direction of the cathode are listed in Table 1 for outside grooves and Table 2 for inside grooves. For outside grooves, the digital camera measurement changes from 0.8140 mm to 0.9250 mm. Compared with the nominal value of 0.9906 mm, the data indicates that there is a deviation of between 7 and 18% -a significant variation. For the inside grooves, the measured deviation is even larger, with measurements less than 0.7 mm or greater than 30 -43% deviation from the nominal design value.
For the grooves of the cavity choke joint, calculated measurements of the horizontal spacing between grooves using AutoCAD are shown in Figure 45 . The vertical dimension of the cavity was measured in a matter similar to the above for the cathode and yielded a distance between the upper and lower lines formed by the peaks and valleys of the grooves of 0.8322 mm.
Articulated Arm
Data for the articulated arm measurements appears in Figure 44 . It is clear that this data shows consistent and pronounced positive deviations from the nominal design value for the horizontal spacing. Given the limitations and difficulties of using the probe as discussed above, this data must be viewed with skepticism. However, it is consistent with data collected using other methods in that it consistently indicates larger horizontal spacing than the nominal value.
Comparison of Prints to Solid Model
Prompted by the discrepancies that were found in the vertical dimensions between the grooves on the cavity and the design prints, C. Cullen, the design engineer for the testing program, also inspected the ProE solid model of the cavity to determine if there were discrepancies. Both the prints and the solid model were supplied by AES. He found that while the majority of grooves on the cavity in the solid model matched the print design, the depth of the grooves situated on the outer annulus of the joint did not match the print design. The discrepancy is indicated below in Figure 10 . The different is small, but significant given that all of the groove dimensions should be the same. Since it is impossible to verify the dimensions on the actual cavity in this location, it is not possible to determine whether the difference between the print and the solid model is actually found in the cavity or merely a flaw in the design files. 
Auxillary Measurements
In addition to the measurements of the grooves, several other dimensions were checked in order to verify the overall dimensions of the vertical test cathode. The dimensions are identified in Figure 11 and were checked using the articulated arm. Measurements were taken three times, averaged, and compared with the design values from the print. The data is summarized in Table 3 . 
Conclusions
The measurements using the various techniques show that the geometry of the actual cathode differs from the AES prints. The most significant difference appears to be in the vertical dimension where deviations are on the order of 7 -18% for the outer grooves of the test cathode, depending on the measurement method, and 31 -42% for the inside grooves. It is important to keep in mind that only a small portion of the grooves could be measured given the geometry of the cathode. Nonetheless, the differences are significant and are expected to be found for all the grooves. Not only are the deviations large but, as the camera images show, the valleys appear to be rounded, differing considerably from the sharp peaks and valleys indicated in the design. The horizontal dimension shows much smaller deviations with a maximum of ~3% from the design value. There is some indication in this data of systematic error given the distribution of the data. It is suspected that this may be caused by small changes in orientation with rotation of the measurand.
Nonetheless, for the most part, the data shows only small deviations from the nominal design value in the horizontal spacing of the grooves on the cathode.
The cause of the changes in the vertical dimension from the design are suspected to have occurred due to chemical etching that may have occurred during the initial processing of the fine-grain cavity that included the processing of the vertical test cathode. Notice that the largest changes occur on the inner grooves of the cathode, consistent with the expectation that this portion of the cathode is most exposed to chemistry. The details of the processing history were not fully explored in this study, and it would be interesting to understand this history more fully, but the implication is that exposure of the grooves to chemistry has the potential to significantly alter their geometry in a manner which is apparently non-linear given the images obtained from study with the camera and which may change their RF characteristics. It would seem that caution should be exercised in the processing of these areas on subsequent articles.
As for the cavity, very little time was available to make a full study of the cavity, but the limited data suggests that the horizontal dimensions are likely within better than ~4% (+/-0.02 mm) of nominal design value. Limited vertical dimension data was obtained for the cavity using the camera and telescope techniques and these values are vary by ~16% from the nominal value for both methods. Given that the large-grain cavity had not been exposed to chemical processing at the time of the measurement, the deviation seems large. However, it is also important to note that this measurement is an agregate measurement and is, in general, a less precise measure of the height of the grooves than the spacing between grooves. It is also of concern that the solid model file does not match the print file. Unfortunately, because of the location of the discrepancy in the design files, it is impossible to corroborate the dimensions with measurements. Figure 12 : 0-degree orientation for outer grooves using alignment telescope. Groove Number
